
      
APPENDIX G: TBI FCU GC/IR 

G1: Nashville Inventory 

G2:  Knoxville Inventory 

No GC/IRs are in use. 

G3: Jackson Inventory 

FCU ID Manufacturer and Model (GC/IR) Serial Numbers (GC/IR) 

Sarge Agilent 7890B/ASAP Model 528A IRD US20223007/ A10045-914 

G4: Maintenance Schedules 

Weekly Monthly 

Change liners Inject appropriate validation standards 
Change O-rings (if needed) Noise Performance Test (Thermo) 

 Change septa Check bench alignment (Thermo) 

Check optical alignment and adjust as 
needed (ASAP) 

Run Val-Pro/Val-Q for instrument and/or 
accessory (Thermo) 

 Evaluate wavenumbers for specific  
instrument criteria (ASAP) 

 

 

FCU ID Manufacturer and Model (GC/IR) Serial Numbers (GC/IR) 

Hogwarts  Thermo Trace 1310/Thermo Nicolet iS50 713001258/AUP1400276 
Hedwig Agilent 7890B/ASAP Model 528A IRD US19513028/A10040-313 
Aslan Agilent 7890B/ASAP Model 528A IRD US20293006/A10044-714 
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