
      
APPENDIX I: TBI FCU MICROSCOPES 

I1: Nashville Inventory 

*FCU ID 30 will be kept as internal surplus – not currently in use 

I2:  Knoxville Inventory 

FCU ID  Manufacturer and Model  Serial Numbers  

13 Accuscope 3075 Base -1801051, Optics - 1808007 
14 Accuscope 3075 Base -1801054, Optics - 1808001 
15 Accuscope 3075 Base -1801062, Optics - 1808005 
16 Accuscope 3075 Base -1801022, Optics - 1808008 
17 Accuscope 3075 Base -2001012, Optics - 2004005 
18 Accuscope 3075 Base -2001045, Optics - 2004006 
19 Accuscope 3075 Base -2001022, Optics - 2004003 
20 Accuscope 3075 Base -2001005, Optics - 2008006 
21 Accuscope 3075 Base -2001021, Optics - 2008002 
22 Accuscope 3075 Base -2001039, Optics - 2008004 
23 Accuscope 3075 Base -2001010, Optics - 2008007 
24 Accuscope 3075 Base -2001019, Optics - 2008003 
25 Accuscope 3075 Base -2001060, Optics - 2008013 
26 Accuscope 3075 Base -2001058, Optics - 2004009 
27 Accuscope 3075 Base -2001037, Optics - 2008008 
28 Accuscope 3075 Base -2001029, Optics - 2004016 

  

FCU ID  Manufacturer and Model  Serial Numbers  

17 Zeiss Stemi 305 Base - 3943010766, Optics - 3946010350 
18 Zeiss Stemi 305 Base - 3943011314, Optics - 3946010066 
19 Zeiss Stemi 305 Base - 3943011330, Optics - 3946010067 
20 Accuscope 3075 Base -1801006, Optics - 1901054 
21 Accuscope 3075 Base -1801020, Optics - 1901059 
22 Accuscope 3075 Base -1801034, Optics - 1808010 
23 Accuscope 3075 Base -1801028, Optics - 1808011 
24 Accuscope 3075 Base -1801094, Optics - 1901049 
25 Accuscope 3075 Base -1801097, Optics - 1901060 
26 Accuscope 3075 Base -2006219, Optics - 2008009 
27 Accuscope 3075 Base -2001063, Optics - 2004004 
28 Accuscope 3075 Base -2001033, Optics - 2004001 
29 Accuscope 3075 Base -2001074, Optics - 2008011 
30* Accuscope 3075 Base -2001043, Optics - 2008005 
31 Accuscope 3075 Base -2001046, Optics - 2004002 
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I3: Jackson Inventory 

FCU ID  Manufacturer and Model  Serial Numbers  

3 Zeiss Stemi 305 Base - 3943012201, Optics - 3946011875 
5 Accuscope 3075 Base -1805209, Optics - 1808003 
6 Accuscope 3075 Base -2001067, Optics - 2008001 
7 Accuscope 3075 Base -2001065, Optics - 2008010 
8 Accuscope 3075 Base -2001014, Optics - 2008012 

I4: Maintenance Schedule 

Microscopes will be cleaned at least monthly and visually inspected to ensure that they are in 
proper working order.  The cleaning will consist of using compressed air to remove dust from 
the lenses or cleaning them with a lens cleaner.   
 
Any other maintenance will be performed as necessary.  Documentation is not required when 
replacing light bulbs. 
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